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Abstract 

This project has been focused on the design and analysis of an 
advanced water window soft-x-ray microscope. These activities have 
been accomplished by completing three task contained in the State- 
ment of Work of .s contract. The new results from this work con- 
firm that in order to achieve resolutions greater than three times the 
wavelength of the incident radiation, it will be necessary to use as- 
pherical mirror surfaces and to use graded multilayer coatings on the 
secondary in order to accommodate the large variations of the angle of 
incidence over the secondary wben operating the microscope at numer- 
ical apertures of 0.35 or greater. These results have been included in 
a manuscript entitled “Design and analysis of a fast, two-mirror soft- 
x-ray microscope,” which is to appear in Proc. SPIE, vol. 1741-05, 
1992, and which is enclosed in the Appendix of this report. 
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Introduction 


In support of the NASA/MSFC Advanced Water Window X-ray Microscope 
effort, this work addressed three task. Task 1 (Advanced Water Window 
Imaging X-Ray Design) focused on determination of system parameters of 
a microscope which could be fabricated with a goal of being able to record 
on film images with a resolution of two to three times the wavelength of the 
incident radiation (2— 3A). Task 2 (Model and Evaluate Multilayer Coatings) 
proposed that efforts should be directed at identifying optimal material for 
maximization of reflectivity and throughput within the 23 — 44 A regime, 
which is known as the “water window.” Task 3 (Properties of Biological 
Specimens) proposed that the physical and x-ray absorption characteristics 
of biological specimens be used to optimize the source, optics and detector 
design for maximization of contrast and resolution of the microscope when 
used with whole cells. Initial time estimates proposed that 50 per cent of 
the effort would be directed towards Task l and 25 per cent of the effort 
on Task 2 and Task 3. In order to achieve a much higher resolution of 1.4A 
and to do some tolerance analysis for the Head-Schwarzschild microscope 
configurations, more effort was allocated to Task 1 and less to Task 3. The 
reader of this report is encouraged to read the manuscript presented in the 
Appendix first. The next section of this report contains some results not 
presented in this paper. Then, recommendations and conclusions of this 
entire project will be presented in the third section of this report. 

2 Results 

Figure 1 presents a geometrical configuration of the Head-Schwarzschild mi- 
croscope. When configuring a reflecting microscope system, the magnifica- 
tion is normally determined by the object and detector resolutions. Equa- 
tions 1-3 from the Appendix enable one to evaluate the Schwarzschild mi- 
croscope parameters when the magnification, m, and radius of curvature of 
the secondary, i? 2 » are given. Table 1 presents a tabulation of Schwarzschild 
microscope parameters when = 10cm and m ranges from 2 to 200x. When 
alternate values of i ?2 are used, all spatial dimensions scale linearly with R 2 - 
Figure 2 presents an alternate version of the dependence of the numerical 
aperture of a 30x spherical Schwarzschild microscope versus the secondary 
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radius of curvature for different diameters of the primary mirror, as presented 

in the Appendix. . 

Using the equations presented in section 3 of the Appendix, data for 
the aspherical mirror surfaces of a Head-Schwarzschild microscope can be 
evaluated when the magnification and the spacings between the object and 
primary, image and secondary, and the two mirror surfaces are given. Using 
a linear least squares fitting technique, the mirror surface data can be fitted 
by surface equations of the form 


z(h) = 


ch 2 

l + v/(l-cW) 


tnuz 

+ E **■ 


<=4.6 


( 1 ) 


where c is the vertex curvature, h is the height of a ray from the optical 
axis, Ai are the aspherical deformation coefficients, which range in number 
depending of the fitting approach. For the aspherical coefficients presented in 
Table 2, i max = 18, and eight aspherical deformation terms were considered 
in this fit. Figure 3 presents the sine wave MTF for the microscope described 
by the data in Table 2: System 1. 

Using a nonlinear least squares fitting program, efforts have been directed 
at simplifying the fitted Head surface equations. Table 2: System 2 presents 
surface fitting data for a 30x Head-Schwarzschild system designed to operate 
with NA = 0.35, zero conic constant and a minimum number of aspherical 
deformation coefficients such that diffraction limited performance is achieved. 
Figure 4 presents the MTF for the microscope described by Table 2: System 
2. Note that the microscope described by Table 2: System 2 yields diffraction 
limited performance. However, if one compares the performance shown in 
Fig. 3 to Fig. 4, one should note that Table 2: System 1 and Fig. 3 are for 
a Head-Schwarzschild microscope with NA = 0.4; whereas. Table 2: System 
2 and Fig. 4 are for a slower system. Table 2: System 3 presents surface 
data for a 30x Head-Schwarzschild system (AM = 0.35) with a non zero 
conic constant. Note that the conic constant enables the nonlinear least 
squares fitting program to obtain a good fit of the Head surfaces when only 
two aspherical deformation coefficients are considered. Figure 5 presents 
the MTF performance of the microscope described by Table 2: System 3. 
Note that all three representations of the 30x Head-Schwarzschild microscope 
considered have a secondary vertex radius of curvature of 5 cm. 

For fast, two-mirror Head-Schwarzschild microscopes, the angle of inci- 
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dence varies more strongly over the secondary mirror than the primary. It 
appears necessary to use a graded 2d spacing for multilayers on the sec- 
ondary for water window applications. For a NA = 0.35 Head-Schwarzschild 
microscope, the angle of incidence varies from 12° - 20°. Figures 6 and 7 
display the variation of the reflectivity of a multilayer as a function of the 
angle of incidence where the multilayer was optimized for three different de- 
sign values of the angle of incidence (0, 20° ,40* ). For a modest number of 
multilayer pairs (25), the full-width half maximum of the reflectivity allows 
a 10° variation in the angle of incidence, which may enable use of a constant 
2d sparing for the secondary multilayers; whereas, for a higher number of 
multilayer pairs (100), then the full-width half maximum of the reflectivity 
permits only a few degree variation in the angle of incidence. Note that for 
the cases considered in Figs. 6 and 7, a larger number of multilayer pairs 
gives a higher reflectivity. Before one can finalize a multilayer configuration 
for the Advanced Water Window Microscope, it will be necessary to know 
experimental constraints on making graded 2d multilayer mirrors. 

Additional modeling and analysis of a 40s Head-Schwarzschild micro- 
scope system have been done where the vertex radius of curvature was con- 
sidered to be equal to 5cm. Table 3 presents the layout and Unear least 
squared fitting data for this microscope operating at a NA - 0.40. Fig- 
ure 8 shows the RMS blur radius versus the object height for a 40x Head- 
Schwarzschild microscope using different fitting formulas. It should be noted 
that all three fitting processes give very similar performance for the designed 
system. It is also indicated by these fitting processes that the surfaces of 
the Head-Schwarzschild microscope can be mathematically represented with 
high accuracy by some surface formulas. 

After the designed surfaces have been fitted by some formulas, one can do 
the ray tracing and optical performance analyses for the Head-Schwarzschild 
systems. Normally, system alignment tolerances, such as, decentering, sur- 
face tilt and variance of the spacing?, are done to investigate effects of the 
fabrication process on the system perlormance. In this study, attention has 
been focused on determining the feasibility of manufacturing Head asphen- 
cal surfaces, since the surface contour deviation become more important as 
the operating wavelength become shorter. In the following, an analysis of 
the performance of a 40x Head-Schwarzschild microscope will be presented, 
and the effects of manufacturing process of optical surfaces on the system 
performance will be investigated. 
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For the 40x Head-Schwarzschild microscope defined in Table 3, a resolu- 
tion better than 50 A is predicted to be the diffraction limited performance 
over an obje t field of 40pm when operating at a wavelength of 40 A, as shown 
in Fig. 9. The sine wave MTF of this system and a spherical Schwarzsduld 
microscope, operating at a wavelength of 100 A, is shown in Fig. 10. Note 
from Fig. 10 that the Head-Schwarzschild microscope is near diffraction lim- 
ited for NA = 0.4, which will provide significantly higher spatial resolution 
than a spherical Schwarzschild microscope for similar numerical aperture. 
The radial energy distribution for this 40x Head-Schwarzschild system is 
given in Fig. 11. 

Although it has been demonstrated that the Head- Schwarzscbi A micro- 
scope can be designed to achieve diffraction limited performance over a large 
numerical aperture and the Head surfaces can be fitted very accurately, it 
can not be assumed that a Head-Schwarzschild microscope can actually be 
built to operate at these high numerical apertures, since the aspherical sur- 
faces will require very accurate manufacturing of the surface contour. In 
addition to the system tolerances for alignment, analysis of the surface man- 
ufacturing tolerance become very important for soft-x-ray systems. In oru^r 
to investigate the effects of the manufacturing process of optical surfaces 
on the performance of the designed system, some numerical simulations have 
been done. Based on an understanding of the manufacturing process, assume 
that the manufacturing process introduces some errors into the mathemati- 
cally well fitted surfaces. Then, one can assume that a real surface can be 
described by the following formula: 

2 = /(*.y) + ^( I .y) 

where /(x,y) represents the ideally fitted surface and $(x,y) describes the 
manufacturing errors introduced into the surface contour. 

For manufacturing a sysmmetric surface, the surface substrate usually 
is rotated about the symmetry axis while the cutting tool is milling on the 
surface, and the cutting tool should also be moved back and forth along the 
radial direction to cover the entire surface. Thus, it is reasonable to assume 
that the manufacturing surface errors are rotationally symmetric around the 
surface. In this simulation work, an approximately linear model for the 
manufacturing surface errors has been used and can be written as follows: 

£{r) = Jbr[l + csin(2x/ 0 r)] (3) 
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where Jfc = (Error )/ry... is & constant that gives the maximum contour 

error on the surface, the constant c measures the contribution of rotational 
error effects, and fo gives the frequency of these rotational error effects. Fig* 
ures 12-14 show the surface error functions with different values of parameters 
and the appropriate sine wave MTF for each case. It can be seen from Figs. 
12-14 that the simulated surface errors contribute significantly to the sys- 
tem performance even though the maximum error value is only a quarter of 
wavelength. 


3 Recommendations and Conclusions: 

This investigator recommends that NASA fabricate a 30x Head-Schwarzschild 
microscope configured as listed in Table 2: System 3. All three systems de- 
scribed in Table 2 provide nt-r diffraction limited performance. The sub- 
strate fabrication and test of System 3 appears to be more promising than 
the other two systems described in Table 2. In order to realize the resolution 
enhancement potential of these fast Head-Schwarzschild microscope, it will 
be necessary to use a divergent x-ray source with cone half-angle of at least 
20°, which suggest that a laser plasma system would be a good source con- 
figuration to enable the fast microscope to achieve the ultra high resolution 
of the diffraction limited performa nce of 1-4A. The multilayer configuraticj 
of the Advanced Water Window Microscope can not be finalized until ex- 
perimental constraints on making graded 2d multilayer mirrors are better 
understood. 
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Fig. I. Geomeoscal relations in a HeadSch. anschUd conAguralion. 
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Fig. 3. MTF of 30x Head microscope (Table 1, system 1). 
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Fig. 4. MTF of 30x Head microscope (Table 1, system 2). 
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Fig. 6. Multilayer reflectivity versus angle of Incidence where the multilayer 
was optimized for three different design values of the angle of 
incidence (0, 20°, 40*). 
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Fig. 9. Object resolution versus numerical aperture for 
40X Head-Schvarrschild microscope. 
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Fig. II. Radial energy dietribution for 401 
Head-Schvarzschild microscope. 
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TABLE 1 

Schwarzschild Microscope Parameters with r, = 10cm. 


M(x) 

r,(cm) 

Z 0 (cm) 

Z(cm) 

L(cm) 

f(cm) 

2 

109.0833 

8.256939 

-92.5694 

117.3402 

5.5046 

3 

58.2843 

8.047379 

-34.1421 

66.3316 

6.0355 

4 

45.5840 

8.006406 

-13.5584 

53.5904 

6.4C51 

5 

40.0000 

8.000000 

0.0000 

48.0000 

6.6667 

10 

31.7929 

8.023756 

48.4446 

88.2613 

7.2943 

15 

29.6935 

8.041505 

90.9291 

128.6641 

7.5389 

20 

28.7361 

8.052073 

132.3053 

169.0935 

7.6686 

30 

27.8342 

8.063728 

214.0777 

249.9756 

7.8036 

40 

27.4027 

8.069952 

295.3954 

330.8680 

7.8731 

50 

27.1497 

8.073812 

376.5409 

411.7644 

7.9155 

60 

26.9835 

8.076437 

457.6027 

492.6826 

7.9440 

70 

26.8659 

8.078337 

538.6176 

573.5619 

7.9646 

80 

26.7784 

8.079775 

619.6036 

654.4618 

7.9800 

90 

26.7107 

8.080902 

700.5705 

735.3621 

7.9921 

100 

26.6567 

8.081809 

781.5242 

816.2627 

8.0018 

120 

26.5762 

8.083177 

943.4051 

978.0645 

8.0164 

140 

26.5190 

8.084161 

1105.2636 

1139.8667 

8.0268 

160 

26.4762 

8.084902 

1267.1081 

1301.6692 

8.0347 

180 

26.4430 

8.085480 

1428.9435 

1463.4719 

8.0408 

200 

26.4165 

8.085944 

1590.7724 

1625.2748 

8.0457 




table 2: TWO-MIRROR HERD MICR08C0PH 


flattMal 8v» f parameters* " 

Magnification - 30x 
Wavelength ■ 130A 
HA (object) - 0.35 

d, (object to secondary vertex distance) - 90 . 318625m 
d,, d 2 (secondary to primary axial distance) « 89.1710m 
dj (secondary to image plane distance) ■ 1159.5595m 


system 1 


Linear least squares techniques have been used to fit the nvmericel 
surface data of the Head microscope to formula representing a 
spherical term (conic constant - 0) plus 18th order polynomial 
representing the aspherical deformation terms. 



Primary 

Secondary 

Diameter (mm) 

140.0 

28.0 

Hole Dia. (mm) 

30.0 

— — “ — 

Vertex Radius (mm) 

139.1710029 

49.99999481 

Conic Constant 

0 

0 

A* (mm* 3 ) 

+4.169921D-12 

-8 . 539853D-11 

Aj (mm ) 

-6.130163D-13 

-3.643164D-9 

Aj (mm‘ 7 ) 

-3 . 886256D-17 

-2 . 510754D-12 

A 10 (mm' 9 ) 

-4 . 762976D— 21 

-1.399772D-15 

A^rnm' 11 ) 

+4.134260D-25 

-7.165030D-19 

A u (mm ) 

-8 . 866795D-29 

-4 . 361604D-22 

. , *15% 

A 16 (mm ) 

+6. 371668D-33 

-5.468617D-26 

# *17\ 

A 18 (mm ) 

-2 . 737764D-37 

-2.605799D-28 


gygt+i-2. 


Nonlinear least squares techniques have been used to f it the 
numerical surface data of the Head microscope to a formula 
consisting of a spherical surface- term- (conic constant - 0) plus 
10th order polynomial to represent the aspherical deformation 
terms. 



Pciffiflry 

Secondary 

Diameter (mm) 

140.0 

28.0 

Hole Dia. (mm) 

30.0 

— 

Vertex Radius (mm) 

139.170963 

50.0000012 

Conic Constant 

0 

0 

A 4 (mm* 3 ) 

+3 .8477823D-12 

+5.4950946D-10 

A 6 (mm" 5 ) 

-8 .9405110D— 15 

-4 - 4879182D— 11 

Aj (mm' 7 ) 

+4.6907802D-19 

+2.8078656D-14 

A 10 (mm 9 ) 

-1.3328044D-22 

-1.3305613D-16 


avstem 3 



Nonlinear least squares technique has been used to f it the 
numerical surface data of a Head microscope to a formula wit n a 
conic surface term plus 6th order polynomial representing the 
aspherical and non—conic deformation terms. 


Diameter (mm) 

Hole Dia. (mm) 
Vertex Radius (rm) 
Conic Constant 
A* (mm' 3 ) 

A 6 (mm' s ) 


P rima ry 

140.0 

30.0 

139.170963 

+0.0029751487 

+1.405927D-10 

0 


secondary 

28.0 

49.9999115 
-0.002862214 
-1. 826711D-9 
* t . 739086D-11 


Table 3. System parameters for a 40x Head-Schwarzschild x-ray microscope 
(Surfaces are described by numerical surface dita). 

Magnification — -- .40.QD_ 


Primary minor 


Vertex radius of curvature 

13.70135 cm 

Outside diameter 

15.48154 cm 

Hole Diameter 

6.15065 cm 

Secondary minor 

Vertex radius of curvature 

5.00000 cm 

Outside diameter 

3.133174 cm 

Object diatance from secondary(s) 

9.03498 cm 

Mirror spacing(d) 

8.70135 cm 

Image distance from p rimary (Z) 

147.69770 cm 

Overall length(s+d+Z) 

165.43403 cm 


Surface fitting parameters for a 40x Head-Schwarzschild x-ray microscope 


Parameters 


Primary 


Secondary 


R (cm) 
ic 

A4 (cm-3) 
A6 (cm-5) 
A8 (cm-7) 
A 10 (cm-9) 
A12 (cm-11) 
A14 (cm-13) 
A16 (cm-15) 
A18 (cm- 17) 
A20 (cm- 19) 


13.70135 

0.00000 

-0. 1 3 1933875294077E- 10 
-0.653559251498143E-09 
-0.50261345361 1377E-11 
-0.229789 1 20653666E- 13 
-0.389598050507999E-15 
0.4107 17288 192075E- 17 
-0.72484899 1939541E- 19 
0.505378996406414E-21 
-0.205886 1 19729607E-23 


5.00000 

0.00000 

-0.156219804107234E-08 
-0.344527894030282E-05 
-0.23724 103237 5997E-06 
-0.131383965886426E-07 
-0.689544 1 20055730E-09 
-0.323554697 1 85727E- 10 
-0.251252179356824E-11 
0.370745140031913E-13 
-0. 158756829827209E- 1 3 
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ABSTRACT 

numerical apertures, rug y r _ _ _ r a 1 . ri ^ This naoer summarizes the 

neM diffraction limited resolution tor very large numen^ yrt.rB.JT P % loU i 

relationships between the numerical aperture, ^ characteristics 

! ftrS1c^«^^rfa^ , ^' e ^rte d - The numerical surface d.U predicted by the 
of the Head s c, k„ * varielv of functions and analyzed by conventional optical de- 

H „ cX‘ E^r sTave been mlde l eUrmine whether current optica, substrate and multilayer 
c^ing ^h" wUI llrmit construction of a very fast Head microscope whrch can prov.de 
resolution approaching that of the wavelength of the incident radiation. 

1. INTRODUCTION 

Du. to the vacuum environment of a sample, conventional electron microscopes can not be used 
— llta smaller than 100A.(10l For a reffecting microscope, this 
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means that a numerical aperture of about 0.4 or greater is required to enable the system to achieve 
resolutions less than 100 A- 

The Schwarzschild two-mirror system[ll, 12] has been used for many microscopy .and projection 
lithography applications over a wide range of the electromagnetic spectrum. Recently, the spherical 
Schwarzschild optics coated with multilayers have been used in soft-x-ray microscopy applications^, 
9, 13, 14, 15] and for projection lithography[16, 17] where linewidths of 5(X)A have been written on 
photoresist by AT&T Bell Labs. While operating within the 100 - 200A region, diffraction limited 
performance has been obtained for a small numerical aperture (Af A $ 0.15) and over a small field 
of view. 

In an effort to provide capabilities for using alternate configurations of two-mirror microscopes 
while only using third-order designs, Hannan[18] has presented a general analysis of a two conical 
mirror relay system which corrects third-order spherical aberration, coma, and astigmatism. The 
concentric, spherical Schwarzschild system is a special case of Hannan’s formulation. Hannan’s ap- 
proach enables one to construct a two-mirror microscope where the two conical mirrors are used to 
overcome the constraint of concentric, spherical mirrors required in the conventional Schwarzschild 
system. However, the Hannan system does not provide for any higher order correction of aberra- 
tions and would likely not function well with a large AM. In order to increase the resolution, one 
can decrease the operating wavelength and/or increase the N A. To increase the N A and to control 
aberrations such that diffraction limited performance can be achieved, the authors have proposed 
using the aspherical Head microscope design.[19, 20] 

A. K. Head[21] has used the aplanatism conditions to set up differential equations for the 
surfaces in a two-mirror imaging system such that all orders of spherical aberration and coma are 
zero. This means that the Head microscope should provide near diffraction limited performance for 
very large NAs over a small field of view. Analytical solutions of these two differential equations 
have been obtained but can not readily be used by conventional optical design codes to determine 
the performance of a Head microscope. 

In this paper, a parametric study for a spherical Schwarzschild microscope has evaluated the 
relationships between NA, mirror radii and diameters, magnifications, and the total system length. 
Also, an analysis of the characteristics of the aspherical surfaces of a Head-Schwarzschild microscope 
will be presented, including a discussion of fitting several different functions to the mirror surface 
data. Then, the optica] performance of a fast Head microscope has betn aualyzed by conventional 
optical design codes. Analyses of the Head surface shapes and variation of the angles of incidence 
over the mirror surfaces have been conducted to determine whether current optical substrate and 
multilayer coating technologies will permit construction of a very fast Head microscope which may 
provide resolution approaching that of the wavelength of the incident radiation. 

2. SPHERICAL SCHWARZSCHILD MICROSCOPE 

A third-order aplanatic design for a reflecting microscope can be made from two concentric 
spherical mirrors as shown in Fig. 1, if the mirror radii satisfy the Schwarzschild condition: 

Rj_3_Rj /5 _ rtj 

Ri~ 2 Zo V4 & 


0 ) 



I 


' t 



Figure 1: Geometrical configuration of a Head-Schwarzschild microscope. 


where fi, and fl, are the radii o( curvature of the primary and secondary mirrora, d '» 

piect point to the center of curvature of the two mirrors, and the + ^ » 


distance 

, iL_ nK ;„ t no : nt to t he center of curvature ot the two mirrors, ana vac -r -v * - used 

irnt XS^U^r than 5. Using paraxial optic, reiationships, the map, heat, on of 

a spherical Schwarzschild microscope can be written as 

-R1R7 


m = 


( 2 ) 

(2/iiZo - RiR* ~ 2KaZo) 

For a derivation and more discussion of the Schwarzschild condition, Eq. 2, and some ray tracing 
Inllysl ^ Ref. [12]. It has also been shown[22] that a spherical Schwarzschild microscope does 
‘“of £ aTy third- order astigmatism while also satisfying the third-order aplanatism cond.tions. 

When configuring a reflecting microscope system, the magnification is normally determined by 
object and detector resolutions. Therefore, Eqs. 1 and 2 are not m a ^vemen hvm f<* .dining 
system parameters for a specific microscope. However, H, can be eliminated by combining Eqs. 1 

and 2 to obtain: / ; “ "7J 

Rt -m(m - 1) + myj(m - 1) + 4 (m-H) ^ 

(m + l) a 

where Ri can now be equaled a a function of m. using Bp. I and 3. Using the mirror equation 
Ind Em 7 - 3, one can evaluate the data in Table 1. which gives the Schwamchdd system 

parameters for a range of magnifications where t(= Z. + Z.) is the total length of a micrmcope 
Ld Z(= Z, - R\) 5 the distance from the vertex of the primary mirror to the .mage plane 
The date in Table 1 can he scaled linearly. For example, to obtain the system parameters for a 


BBS 

flj(cm) 

mtazsm 


KEZflM 

riaT 

31.7929 

8.023756 

48.4446 

88.2613 


28.7361 

8.052073 

132.3053 

169.0935 


27.8342 

8.063728 

214.0777 

249.9756 


wmm 

8.069952 

295.3954 

. 330.8680 .. 


27.1497 

8.073812 

376.5409 

411.7644 


Table 1: Schwarzschild Microscope Parameters for fla - 10cm. 

microscope with a secondary radius of curvature of 5cm, then multiply the data in Table 1 by 0.5 
to obtain the systems parameters for such a microscope. 

While configuring , Schwarzschild microscope for a specific application, it is deniable leo^ 
stand the relatLhip between the numerical aperture (AM) ^ the microscope .the magnifimrion 
(m) the diameter of tbe primary mirror (£),.„), and the radios of curvature of the «coud^ m,r- 
ror(ftj). For a spberirelSchwarzschild microscope, it follow, from the definition AM = »•». 

F ' 8 1: (Die-/?) 


NA = 


\j ( Ol.a^t/2) 1 + (Z# + “ *1 

where from the equation of the primary mirror surface 


z \jn*x — 


«. + t/"? _ ( D 'e-/2)’ 


( 4 ) 


( 5 ) 


Using Eq. 4 for the calculations. Fig. 2 displays the relationship between NA m, and the retro 
ID * /fi.l One notes from Fig. 2 that AM is a mudt stronger function of (Dia;i/«s) « 
Ihe magnlLtSiThe system 8 For a practical example of ,h. usefulness of the data presented 
n Fig. 8 2, consider that based on the object and detector resolutions, one seeks i to build a Mi 
microscope with a NA within the range of 0.3 -0.4. Then, from .Fig. 2, ,t foUows that I AJ2 J 
would nred to be within the range of 2.05 - 2.70. It is generally recognisedpO] that a spherical 
Schwarzschild microscope can not perform with diffraction limited resolut.rm for Ald > O.^ but 
the .spherical Head microscope, which will be discussed in the next section, will be able to operate 
with diffraction limited resolution for a very large NA. 

Figure 3 Diesents a plot of the object space NA versus R t for different values of D\& The 
relationships between these parameters should be considered before building a speci c con gura ion 
o'f ^ twea mirror ^microscope After a deterrmnation of m mid N A then substrere fisbncrtion. 
polishing, and multilayer coating technolopes wilt drive a determination of R, and jWW 
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Figure 2: Numerical aperture of spherical SchwamchiW microscope versus the normalised primary 
mirror diameter(D Mp< /fi a ) for different magnifications. 



Vertex Radius of the Secondary MiiTor(cm) 

Fiture 3: Numeric^ aperture of a 30a spherical Schwanschild mic^pe versus the secondary 
radius of curvature(Rj) for different diameters of the primary mmor(0,..p«). 
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5.9cm to 4.5cm a NA is menaced from 0.3 to 0.4. Mote specifically. Table 1 and F,g. 3 predict 
the following system first-order system parameters 

m = 30a NA = 0.35, L = 124.88cm. fi, = 13.917cm, D,..„ = 12-Scm, «. - 5cm. (6) 

the angle of iocidence over both minor, to determine .be ..tore << the multilayer 
coatings which will be required. 

3 aspherical head microscope 

system which rigorously satisfies the Abbe Sine Condition for all rays. 

sin $ = tti sin u ^ 


( 8 ) 


and the constant optical path length condition: 

p + r + / = po + »"o + Jo 

where m is the mieroscope magnification, and the variables (p.r.l) 

/ i » „„ .L. naravial values of the corresponding variables. An optical system 
constaots (pm r^, ,) ^ ap ,„ ltj which j, „f all orders of spherical aberration 

W d coma ’a 1957 Head(21] presented an analytical solution in closed form far a two-minor 
r„Un7^h fi "ob"«t md image points, that is, a microscope or project!., system. The 
Jrim7 *nd secondary mirror surfaces are specified by the following equal, o.s[191: 


Primary Microscope Mirror 


fo _ (1 + *) 

+ (1 ^costf+Z 

p 2 k 

2k V 

r^- (1-771)1 

•f 7 -(m-l)l'| 

1 2m J 

l 2 J j 


(«+ih 

2(m + 1) 2 


( 9 ) 


Secondary Microscope Mirror 

h-^.^—e-SKr hV . 

# ^-(1-M) j a ’ | *-(M-l) j*' | (« + l)j_ _ -* 


\2(M + \) 




( 10 ) 


where M = 1/m , a = Mk/(Mk - 1) , 0‘ = Af/(M - *} , and A = cos u + >/A/»-sin*u = A/ 7 . 

It is straight forward to evaluate the mirror profiles of a Head microscope from Eqs. . 9 and 
10 for given input parameters (m,r 0 > lo,and po ) , which follow from Fig. 1 and Table 1 using the 
following correspondence between Schwarzschild and Head parameters: 


[L - Z) => po% (ft — ft) ^ *o. {L — Zq- ft) r«*. 

In order to use a conventional optical design program to analyze the performance of a Head mi- 
croscope, it is necessary to fit an equation to the numerical surface data representing the primary 
and secondary mirror surfaces. 

There are many ways to describe optical surfaces. Normally, optical surfaces are described by 
an equation with a conic term plus some aspherical deformation terms: 


z 


cA* 

1 + -i/l - (1 + ic)c* A* 




(ID 


where h is the radial distance of a point on the surface from the symmetry axis, c(= 1/ ft is the 
curvature of the vertex of the mirror, k is the conic constant, and ft, are the aspherical deformation 
coefficients. If <c and A* are zero, then Eq. 11 specifies that the surface is a sphere. If a is not 
zero, but all An are zero, then Eq. 11 represents a conical surface. 

After evaluating the surface data for the primary and secondary mirrors in a Head microscope 
from Eqs. 9 - 10, then we have used both linear and nonlinear least squares fitting algorithms to 
determine the surface parameters of Eq. 11 such that the Head microscope can be very consis- 
tently modeled to satisfy the aplanatism conditions and to yield diffraction limited resolution for 
the desired NA. For a specific set of surface data, it is not clear initially ho- many aspherical de- 
formation terms will be required or whether the conic constant is zero. Experience has shown that 
it is desirable to determine an approximate shape of the Head surfaces before doing extensive noo- 
linear least squares fitting. As a result of the initial values used in this work, the Head surfaces can 
be approximated by spherical Schwarzschild microscope surfaces with the corresponding surface 
parameters. Good representations for Head surfaces have been determined to have a small conk 
constant and one to two aspherical deformation ter ns or to have zero conic constant with four to 
eight aspherical deformation terms. It has been found that there are no unique representations for 
the fitting of a Head microscope surface, but all well behaved solutions have the same diffractKn 
limited optical performance. 

For example, using a nonlinear least squared fitting algorithm, a set of Head surface parameters 
is given in Table 2 for a 30x microscope with NA = 0.35 where the following axial spacings have 
been used 

4, = 90.318625mm, d, = 89.1710mm, d 3 = 1159.5595mm. (12) 

The aspherical surfaces described in Table 2 represent surfaces which differ from a spherical surface 
by approximately one micron for a primary aperture radius of 70mm, which corresponds to a 
NA = 0.35. Current substrate fabrication technologies should be able to make the mirror surfaces 
defined by Table 2. Figure 4 presents the MTF for the system given in Table 2 and Eq.12, which 
shows that this representation of the 30x Head microscope is diffraction limited. 



f 



Figure 4: MTF vs the spatial frequency for 30x Head microscope where OH is the object height. 


Variable 

Primary 

Secondary 

Diameter(mm) 

Hole Dia. (mm) 
Vertex Radius (mm) 
Conic Constant 
A4 (mm-3) 

A6 (mm-5) 

140.0 

30.0 

139.170963 

0.0029751487 

1.405927D-10 

0 

29.0 

none 

49.999915 
-0.002862214 
-1.82671 ID-9 
-4.739086D-11 


Table 2: Nonlinear least squares technique has been used to fit the numerical surface data of a 
Head microscope to a formula with a conic surface term plus 6th order polynomial representing 
the aspherical and non-conic deformation terms. 
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Figure 5: Variation of the angle of incidence over the Head surfaces of a 30x microscope versus the 
numerical aperture. 


Next, it is important to determine whether it is possible to deposit muitilayer coatings on these 
fast mirror surfaces. Figure 5 presents the variation of the angle of incidence on both the primary 
and secondary Head mirrors as a function of the microscope NA for the 30* Head microscope 
which is defined by Table 2 and Eq.12, where the diameter of the primary was increased to achieve 
larger AMs. It is evident from Fig. 5 that the angle of incidence varies more rapidly over he 
secondary than the primary. This strong variation of the angle of incidence over the secondary 
mirror has significant implications for the design and fabrication of multilayer coatings of a fast 
Head microscope. 

Depending on how a multilayer is designed, peak reflectivities may only be maintained for a 
5 - 10° variation in the angle of incidence over the multilayer. Therefore, conventional mnl - 
layer coatings can not be used for a very fast Head microscope. However, graded or segmented 
multilayer coatings may be used to coat the secondary mirror such that operation witu accept- 
able reflectivity may be achieved for a wide range of NAs. To illustrate this concept, consi 
designing off-axis multilayers to work with a peak reflectivity for segments of the primary and 
secondary mirrors corresponding to the aperture of NA = 0.45 for a water window microscope 
using Ni/Ca multilayers. [23] Figure 6 illustrates this concept where the multilayer coatings on the 
primary have been optimized for a 8* angle of incidence with a d-spacing period of 20.3A and 
ratio = 0.414, and the multilayers on the secondary have been optimized for a 27 angle oi 
incidence with a d-spacing period of 22.5A and ratio (*f) = 0.32. The multilay* optical constants 
for Ni[n =0.988225, k=0.004120] and Ca[n=0.999145, k=0.000278] were evaluated from the Henke 
Tables. [24] It is interesting to note that for these segments of the mirror surfaces and for this con- 
figuration of multilayer coatings, this water window Head microscope would have a net reflectivity 





Figure 6: Reflectivity of proposed water window Head microscope versus the angle of incidence of 
radiation on mirror surfaces. 

varying from a peak value of 14% to the full- width half-maximum value of 2.4%. By further opti- 
mizing the multilayers, one may be able to broaden the reflectivity versus angle of incidence peaks 
and to increase the system throughput. Efforts are also underway to identify different microscope 
configurations for which the angle of incidence does not vary as strongly over the secondary mirror 
surface as indicated in Fig. 5. 

4. CONCLUSIONS 

This work has summarized some useful relationships between NA, magnification, diameter 
of the primary mirrer, radius of curvature of the secondary mirror, and the total length of the 
Schwarzschild configurations of a microscope. To achieve resolutions better than about 3A, it is 
necessary to use aspherical Head surfaces to control higher-order aberrations. For a NA of 0.35, the 
aspherical Head microscope could provide diffraction limited resolution of 1.4A where the aspherical 
surfaces would differ from the best fit sphere by approximately 1 micron. However, the angle of 
incidence would vary by about 6* over the secondary and 3* over the primary, which may require 
graded multilayer coatings to operate near peak reflectivities. For higher N /4s, the variation of 
the angle of incidence over the secondary mirror surface becomes a serious problem which must be 
solved before multilayer coatings can seriously be considered for this application. 
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